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NATIONAL FOREWORD 

This Indian Standard (Part 4) which is identical with ISO 9555-4 : 1 992 'Measurement of liquid flow in 
open channels — Tracer dilution methods for the measurement of steady flow — Part 4: Fluorescent 
tracers' issued by the International Organization for Standardization (ISO) was adopted by the Bureau 
of Indian Standards on the recommendation of the Hydrometry Sectional Committee and approval of 
the Water Resources Division Council. 

This standard is published in various parts. Other parts in this series are: 

Part 1 General 

Part 2 Radioactive tracers 

Part 3 Chemical tracers 

The text of ISO Standard has been approved as suitable for publication as an Indian Standard without 
deviations. Certain conventions are, however, not identical to those used in Indian Standards. Attention 
is particularly drawn to the following: 

a) Wherever the words 'International Standard' appear referring to this standard, they should 
be read as 'Indian Standard'. 

b) Comma (,) has been used as a decimal marker while in Indian Standards, the current 
practice is to use a point (.) as the decimal marker. 

In this adopted standard, reference appear to the following International Standard for which Indian 
Standard also exists. The corresponding Indian Standard which is to be substituted in its place is 
listed below along with its degree of equivalence for the edition indicated: 

International Standard Corresponding Indian Standard Degree of Equivalence 

ISO 772 : 1988^) Liquid flow IS 1191 : 2003 Hydrometric Technically 

measurement is open channels — determinations — Vocabulary and Equivalent 

Vocabulary and symbols symbols (second revision) 



^) Since revised in 1996. 
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Indian Standard 

MEASUREMENT OF LIQUID FLOW IN 

OPEN CHANNELS — TRACER DILUTION METHODS 

FOR THE MEASUREMENT OF STEADY FLOW 

PART 4 FLUORESCENT TRACERS 



1 Scope 

This part of ISO 9555 deals with the use of fluor- 
escent tracers in discharge measurements by the 
dilution method. Apparatus and methods of general 
application are set out in ISO 9555-1 and are not re- 
peated here, with the exception of those relating 
specifically to fluorescent tracers. 

The use of fluorescent tracers is attractive because 
of the small amounts of tracer needed to make a 
discharge measurement. Certain fluorescent tracers 
can be measured at concentrations of less than 
1 pg/l. Fluorescent tracers are easy to handle and 
their concentrations can be readily determined. 



2 Normative reference 

The following standard contains provisions which, 
through reference in this text, constitute provisions 
of this part of ISO 9555. At the time of publication, 
the edition indicated was valid. All standards are 
subject to revision, and parties to agreements based 
on this part of ISO 9555 are encouraged to investi- 
gate the possibility of applying the most recent edi- 
tion of the standard indicated below. Members of 
lEC and ISO maintain registers of currently valid 
International Standards. 

ISO 772:1988, Liquid fiow measurement in open 
cliannels — Vocabuiary and symbols. 



3 Definitions 

For the purposes of this part of ISO 9555, the defi- 
nitions given in ISO 772:1988 and the following defi- 
nitions apply. 



3.1 fluorescence: The emission of electromagnetic 
waves of characteristic energy when atoms or mol- 
ecules decay from an excited state to a lower en- 
ergy state. The excitation may be induced by 
subjecting the substance to radiation of slightly 
higher energy (shorter wavelength) than that of the 
characteristic emission, and it ceases as soon as 
the external source is removed. 

3.2 fluorimeter; filter fluorimeter: Instrument 
equipped with a lamp or other means of exciting 
fluorescent radiation in a sample, with filters and 
with a detector to measure relative fluorescent in- 
tensities caused by variations In concentration of the 
substance under examination. If the wavelengths 
are determined using a monochromator, the instru- 
ment is called a spectrofluorimeter. 

3.3 fluorescence quenching: The reduction of flu- 
orescence Intensity, due to an interaction of the dye 
molecules with other chemicals present in the wa- 
ter. Concentration quenching is a phenomenon 
which appears to be similar to fluorescence 
quenching but is not a true quenching. Instead, it Is 
a reduction in the rate of increase of the flowmeter 
readout with increasing dye concentration due to the 
increasing optical density of the dye itself. Concen- 
tration quenching occurs only at very high concen- 
trations. 



4 Tracers used 

4.1 General 

A number of fluorescent dyes have been used as 
tracers for measuring open-channel flow. Stream 
waters generally have lower background fluor- 
escence in the orange than in the green and blue 
wavelengths. Consequently, the orange wavebands 
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allow for greater sensitivities than do the green and 
blue wavebands. 

Six fluorescent dyes are discussed for use in dis- 
charge measurements: fluorescein and rhodamine 
B (see 4.2 and 4.3) have been used extensively in the 
past but are no longer recommended for use in 
making discharge measurements. The other four 
tracers: acid yellow 7, sulfo rhodamine B, pyranine 
and rhodamine WT (see 4.4 to 4.7) have good prop- 
erties for making discharge measurements and will 
be discussed further in this part of ISO 9555 Other 
tracers such as eosine (acid red 87) have not yet 
been widely studied but might be used in the future. 

The general characteristics of commonly used flu- 
orescent tracers are given in annex A. 



4.2 Fluorescein 

Fluorescein, also known as sodium fluorescein, was 
one of the earliest dyes used as a tracer in water. 
However, it is highly susceptible to photochemical 
decay and its fluorescence response is subject to 
changes at pH values less than 6,5. Also, many 
streams exhibit high background fluorescence simi- 
lar to that of fluorescein. Therefore, this dye is not 
recommended for the measurement of flow In open 
channels. 



4.3 Rhodamine B 

Rhodamine B has been extensively used as a tracer 
in water. However, it is readily adsorbed onto 
sediments, sample bottles and test equipment. Also, 
it has been shown to be somewhat toxic to aquatic 
organisms under certain conditions. Generally, 
however, the high concentrations of dye required to 
produce toxicity problems exist only for insignificant 
periods of time at the point of dye injection in an 
open channel during the measurement of flow. 
Rhodamine B is not recommended for discharge 
measurement, primarily because of its high losses 
as a result of adsorption. 



4.4 Acid yellow 7 

Acid yellow 7 is also known as lissamine FF, 
lissamjne yellow FP, brilliant sulfo flavine FF, and 
brilliant acid yellow 8G. 



4.5 Sulfo rhodamine B 

Sulfo rhodamine B is also known as pontacyl bril- 
liant pink B, lissamine red 4B, kiton rhodamine B', 
acid rhodamine B", kenacld-G, and aminorho- 
damine-g extra. 



4.6 Pyranine 

Pyranine is also known as solvent green 7. 

4.7 Rhodamine WT 

Rhodamine WT has been widely used as a water 
tracer while sulfo rhodamine B, acid yellow 7 and 
pyranine have less use as a tracer in water. 

5 Tracer mieasurement 

5.1 Principles 

Fluorimetric analysis, or fluorimetry, is based on the 
physical phenomenon called fluorescence. 

Fluorescence is a result of an almost instantaneous 
sequence of events as follows: 

a) absorption of energy from an outside source 
such as the sun or an ultraviolet lamp; 

b) excitation of some of the electrons of the fluor- 
escent substance, resulting in enlarged electron 
orbits, called the "excited state"; 

c) emission of energy in the form of photons (light), 
as the excited electrons return to their normal 
positions or the "ground state". 

The emitted (fluoresced) energy nearly always has 
longer wavelengths and lower frequencies than the 
absorbed energy, because some energy is lost In 
the process (Stokes' law). It is this property of dual 
spectra, i.e. the different specific combination of 
excitation and emission spectra for each fluorescent 
substance, which is utilized in fluorimetry to make 
it an accurate and sensitive analytical tool. 

Most substances are at least mildly fluorescent, and 
most fluorescence occurs in the 200 nm to 800 nm 
range of wavelengths, i.e. ultraviolet and visible 
light. Strongly fluorescent substances convert a high 
percentage of absorbed energy into emitted energy. 
Fortunately, most strongly fluorescent substances 
fluoresce in the ultraviolet-to-green part of the 
spectrum, while fewer substances. Including the 
tracer dyes recommended for use in flow measure- 
ments, fluoresce in the yellow-orange band. These 
dyes are strongly fluorescent in dilute solutions. 
Fluorescent materials likely to be found In some 
streams include algae and other naturally occurring 
organlcs, certain minerals, and man-made 
pollutants such as paper and textile treated with 
optical cleaning agents, certain petroleum products 
and laundry detergent brighteners. 

Fluorescence intensity is affected in varying degrees 
by certain physical and chemical factors, such as 
the type of solvent, the concentration, the tempera- 
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ture, the pH, photochemical decay and fluorescence 
quenching. 

The fluorimeter, or filter fluorimeter, is the basic 
piece of equipment used to measure fluorescence. 
The fluorimeter is an instrument which gives a rela- 
tive measure of intensity of light emitted by a sam- 



ple containing a fluorescent substance; the intensity 
of fluorescent light is proportional to the amount of 
fluorescent substance present. 

A fluorimeter consists of six basic components as 
shown in figure 1. All commercial fluorimeters have 
the same basic structure. 




Key 

1 



Energy source 

Primary filter 

Passes only a selected band of the source's output spectrum matching a selected band of the dye's excitation spectrum. 

Sample holder 

Right angle to the light path minimizes the amount of scattered light reaching the sensing device. 

Secondary filter 

Passes only a selected band of the dye's emission spectrum and preferably none of the light passed by the primary filter. 

Sensing dev/ice 

Responds to the spectral band passed by the secondary filter. 

Readout device 

Gives values proportional to the light reaching the sensing device. 

Figure 1 — Basic structure of most filter fluorimeters 
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Figure 2 — Excitation and emission spectra 
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The sensitivity of a fluorimeter determines the lower 
limit of detectability of a dye. For a given fluorimeter 
and dye, instrument sensitivity and hence dye 
detectability depend on the characteristics and 
interrelationships of the optical components of the 
instrument. Usually, the sensing device in a 
fluorimeter Is fixed, or not easily replaced, but the 
energy (or light) source and the colour filters can be 
selected to best match the dye that is to be used. 

It should be noted that when sensitivity of the in- 
strument is increased, undesirable effects, such as 
background interference, may also be increased. 
For any contemplated change in optical components 
to be useful, it must be favourable to dye 
detectability. 

The objective in both lamp and colour filter selection 
is to obtain as much sensitivity to the dye as poss- 
ible without sacrificing selectivity. 

Selectivity Is the capability of isolating a portion of 
the fluorescence spectrum of the dye from poten- 
tially interfering background fluorescence. 

The purpose of colour filters in a fluorimeter is to 
limit the light reaching the sensing devices as far 
as possible to that fluoresced by the dye. Filter 
selection shall be based on: 

— the useful output spectrum of the lamp; 

-- the spectral fluorescence characteristics of the 
dye; 

— potential interference from fluorescence of ma- 
terials present in the stream; 

— potential interference from light scattered by the 
sample. 

Figure 2 shows the excitation and emission spectra 
of dyes referred to In this part of ISO 9555. Selected 
dyes and their maximum excitation and emission 
wavelengths, as well as other characteristics of the 
dyes, are shown in annex A. 

A xenon lamp used with a spectrofluorimeter will 
produce light of the appropriate wavelengths for 
excitation of the above-mentioned dyes. When a fil- 
ter fluorimeter is used, a variety of lamps and filters 
will be needed for the different dyes. Some low- 
pressure mercury-vapour lamps produce light at 
wavelengths that will adequately excite all the dyes 
mentioned above. Different sets of filters will, how- 
ever, be needed. 

For a filter fluorimeter, the primary filter shall pass 
a maximum spectrum of the light source such that 
It coincides with as much of the excitation spectrum 
of the dye as possible while at the same time mini- 
mizing background effects. The secondary filter shall 
be able to pass as much of the emitted light as 



possible. However, the light spectrum allowed to 
pass through the primary filter shall not be allowed 
to overlap the spectrum of light which can pass 
through the secondary filter. A combination of two 
or three filters can be used to provide the desired 
characteristics of the primary or secondary filter. 
However, it must be realized that as additional filters 
are used, the amount of light which can be passed 
through the combined filter is reduced and conse- 
quently the minimum concentrations which can be 
detected will be Increased. 



5.2 Field measurement 

Equipment and methods of injection are described 
in ISO 9555-1. However, fluorescent tracers are 
subject to photodegradation and samples shall be 
protected from light. Samples are usually taken back 
to the laboratory for analysis. If a field measurement 
Is made, the procedures described in 5.3 should be 
followed. 

Since most of the recommended dyes are tempera- 
ture sensitive, if differences in temperature exist 
between the standard solutions used to calibrate the 
fluorimeter and the samples taken from the stream, 
it will be necessary to make temperature cor- 
rections. 

Most fluorimeters shall not be used In direct sun- 
light, as "light leaks" Into the fluorimeter will affect 
the fluorimeter readout. If the fluorimeter Is not ad- 
equately shielded by the manufacturer from external 
light and must be used in the sun, shielding shall be 
provided. 

A steady power supply shall also be available for the 
fluorimeter. A fluctuating supply may affect the 
readings from the fluorimeter and/or damage the 
instrument. 

Generally, if field measurements are made, they 
should be verified in the laboratory where there is 
better control. Experience also shows that there is 
less chance of error in handling the samples and 
calibrating the fluorimeter in the laboratory than in 
the field. 



5.3 Laboratory measurements 

The procedures described in ISO 9555-1 shall be 
used but the following requirements shall also be 
considered when using fluorescent tracers. Labora- 
tory measurements shall be made in a room that 
has a fairly stable temperature. Also, the fluorimeter 
shall not be placed near a door or window, to avoid 
sudden changes in temperature. 

The fluorimeter shall be calibrated prior to the 
analysis of samples and checked periodically during 
the laboratory testing, if there are many samples. 



IS 15898 (Part 4): 2012 
180 9555-4:1992 



It is necessary to remove suspended matter from 
the samples by decantation, centrifugation or fil- 
tration since suspended material refracts the light in 
the fluorimeter and produces a reading that is too 
high. 

5.3.1 Decantation 

The samples shall be allowed to stand for a few 
hours prior to analysis. This allows the suspended 
material to settle and the temperature of the sam- 
ples to stabilize at room temperature. The liquid 
over the settled material shall be carefully with- 
drawn to prevent resuspenslon of the settled ma- 
terial; the use of this method may require 
withdrawal of the liquid by suction if the settled ma- 
terial is easily resuspended. The time for settlement 
depends on the specific gravity of the suspended 
material, the grain size and shape of the material, 
and the viscosity of the liquid. If the settlement time 
is large or if there is a need to speed up the separ- 
ation process, the use of centrifugation or filtration 
may be preferred or If the suspended material is 
very fine the use of the other methods may be 
necessary. 

5.3.2 Centrifugation 

Centrifugation can separate the suspended material 
from the liquid in a very short time. Centrifugation 
may also increase sample temperatures. Therefore, 
it may be necessary to reduce the temperature of 
the samples after centrifugation to room tempera- 
ture. 

5.3.3 Filtration 

Filtration may be carried out under vacuum or 
pressure to force the liquid-sediment mixture 
through a filter. Filters made from synthetic ma- 
terials with pore diameters of 1 jim have proved to 
be adequate. The filter shall be free from optical 
cleaning agents which can wash out of the filter and 
contaminate the samples. 

6 Environmental factors affecting tracers 
6.1 Chemical factors 
6.1.1 Influence of pH 

The fluorescence of acid yellow 7 and sulfo 
rhodamine B is not significantly affected by a pH 
between 4 and 10. The fluorescence of rhodamine 
WT is reduced at values of pH less than 5 and 
greater than 10. The excitation wavelength of 
pyranine is affected by variations In pH. When using 
pyranine, samples should be adjusted to a pH less 
than 5 or greater than 10, with pH values greater 
than 10 providing stronger fluorescence. 



6.1.2 Influence of chemical compounds 

Rhodamine WT and pyranine are adversely affected 
by residual chlorine, which is often found in treated 
water. 



6.1.3 Photochemical decay 

All the dyes mentioned in this clause except 
pyranine have moderate to low photochemical de- 
cay rates. Pyranine, however has a fairly high 
photochemical decay rate. All the dyes except for 
pyranine can be exposed to sunlight for up to a few 
hours without any significant adverse effect. How- 
ever, it is recommended that after samples are col- 
lected, they be kept out of bright light. 



6.2 Physical factors 



6.2.1 Temperature effects 

Fluorescence of a dye varies inversely with tem- 
perature. The effect of temperature varies from dye 
to dye. The effect of temperature on acid yellow 7 
and pyranine is quite small In comparison with that 
on the two rhodamine dyes. Figures shows tem- 
perature correction curves for all four dyes. It should 
be noted that the effect of temperature on fluor- 
escence is reversible. That is. If a sample is heated, 
the fluorescent intensity will decrease but if the 
sample is cooled again to its earlier temperature, 
the fluorescent intensity will also return to its former 
level. 



6.2.2 Adsorption 

Laboratory tests indicate that, of the dyes discussed 
here, acid yellow 7 is least adsorbed by mineral 
material while sulfo rhodamine B is the least ad- 
sorbed by organic material. All four dyes show high 
recovery rates In laboratory tests. However, in 
highly sediment laden streams, enough adsorption 
of the dyes may occur to significantly effect the ac- 
curacy of a dilution-type flow measurement. 

A number of comparisons of dye recovery have 
been made in streams using rhodamine WT and 
sulfo rhodamine B. Generally, the recovery of 
rhodamine WT has been greater than that of sulfo 
rhodamine B. 
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Figure 3 — Temperature correction curves for acid yellow 7, rhodamine WT, sulfo rhodamlne B and pyranine 



6.2.3 Background fluorescence 

Background fluorescence of most streams seems to 
have a mucti greater effect on acid yellow 7 and 
pyranine than on rhodamine dyes. Thus, more acid 
yellow 7 and pyranine is needed to reduce the effect 
of the background on the measurement than is re- 
quired of the other tracers. 

6.3 Biological factors 

Tracer losses do occur in streams with heavy 
aquatic growth. Laboratory tests that have been 
conducted to test the effects of these tracers on 
fauna and flora show no harmful effects for the 
tracer levels and exposure times used in dilution 
measurements. 

7 Techniques for tracer injection 

Great care is needed when handling the dyes. The 
primary problems are staining of equipment and 
handlers, and of contamination. 

One of the features of fluorescent dyes is that the 
dye can be detected In very low concentrations, 



making it possible to use a very small amount of the 
dye to make a discharge measurement. For exam- 
ple, a streamflow of 2 m^/s requiring a one-half hour 
injection time, with a dye concentration at the sam- 
pling point of 5 |ig/l, can be measured with less than 
100 ml of rhodamine WT, 20 % (m/V) solution (as 
received from the manufacturer). This makes it 
possible to use small injection devices such as 
pumps or Mariotte vessels for the dye injection. This 
Is especially helpful when making measurements in 
remote locations. 

Except for the items mentioned, the methods of in- 
jection are the same as those discussed in 
ISO 9555-1. 



8 Sampling techniques 

The procedures for sampling are the same as those 
described in ISO 9555-1. Care shall be taken to pre- 
vent contamination of the samples. Small 
prelabelled glass or other non-absorbant containers 
of 50 ml to 100 ml capacity are recommended for 
sampling. 



IS 15898 (Part 4): 2012 
180 9555-4:1992 



9 Analysis and computations 10 Special requirements 

The analysis of the stream samples is described in Sample contamination can be a problem with any 

5.3. The computations are as described in tracer but, because of the analytical sensitivity of 

ISO 9555-1. fluorescent dyes, the problem is increased. There- 

fore, great care is needed to prevent contamination. 



8 



IS 15898 (Part 4): 2012 
180 9555-4:1992 



Annex A 

(normative) 

General characteristics of commonly used fluorescent tracers 



Tracer 


Solubility in 
water 

kg/m' 


Treatment 
before analysis 


Peak wavelength 

nm 


Detection limit ^) 


Remarks 


Acjd yellow 7 


40 


— 


4202) 
5153) 


0,3 


Impure 10 % to 
30 % sulfate 


Rhodamine WT 


200 




5552) 
5803) 


0,01 


Adversely af- 
fected by re- 
sidual chlorine. 


Sulfo rhodamine B 


40 


- 


5652) 
5903) 


0,06 


— 


Pyranine 


150 


Buffer to pH 10 


455(405)2)4) 
5153) 


0,09 


Adversely af- 
fected by re- 
sidual chlorine. 


1) Approxinnate value which varies with the detection equipment used. 

2) Excitation wavelength. 

3) Emission wavelength. 

4) Varies with pH. 
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